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An in situ vapor sorption apparatus has been constructed for use in small-angle neutron scattering
(SANS) measurements. The apparatus adapts two independent operating mechanisms, with and
without a carrier gas, to control relative or absolute pressure, respectively, in the SANS sorption cell.
By controlling the absolute pressure, a target relative vapor pressure between 0% and 90% can be
reached within 1-2 min. The short response time makes it possible to correlate diffusion kinetics
and/or sorption/desorption isotherms with structure evolution during wetting/drying, which is not
possible in gravimetric methods. Also, one can extract diffusion coefficients and interaction
parameters. Other uses include the enhancement of scattering contrast in the study of semicrystalline
polymers by the preferential vapor sorption of deuterated vapor into the amorphous regions. Thus,
one can obtain the same structural information as small-angle x-ray scattering measurements on dry
samples. Also, the apparatus has the capability to inject a pore-masking liquid into the sample cell
while under vacuum to ensure the filling of all open porosities in a sample. The capability to mix
two vapors in various ratios facilitates the determination of a contrast-matching point using a single
sample, which also eliminates a major source of systematic error. The performance of the apparatus
is demonstrated using a polyelectrolyte membrane and semicrystalline polyethylene. Additionally,
technical points relating to controlling the relative vapor pressure, relative humidity, and regarding
the vapor distribution in the cell are discussed. © 2005 American Institute of Physics.

[DOL: 10.1063/1.2134151]

I. INTRODUCTION The purpose of this study was to develop a multipurpose

apparatus for SANS experiments (as well as wide angle
x-ray scattering and infrared spectroscopy) that enables one
to (i) control vapor pressure or relative humidity accurately
and quickly, (ii) perform contrast-matching and/or
-enhancing experiments by mixing vapors of solvents, (iii)
and absorb liquid into a porous sample under vacuum. Con-
trolling these experimental parameters easily will advance
the experimental and theoretical study of, for example:

Small-angle neutron scattering (SANS) has been used to
study structures with length scales of 10-5000 A for various
materials systems such as polymer blends, porous materials,
membranes, colloids, gels, and composites. A fundamental
requirement for small-angle scattering (SAS) is scattering
contrast across interfaces in the sample. The capability for
controlling contrast is a pivotal factor in scattering experi-
ments. If the contrast is not strong enough, the scattering
may be negligible. In addition, if the system contains voids
(or trapped air), the scattering from voids may obscure the
scattering from the structure of interest. One of the unique
features of neutron scattering is the relative ease in varying
scattering contrast. Scattering from a particular structure
can, for example, be made visible by reducing the contrast
from other structures with an appropriate mixture of
hydrogenated(H)/deuterated(D) solvents.

 semicrystalline polymers, which typically lack neutron-
scattering contrast, by selective wetting of the amor-
phous phase,

 pore size distributions based on Kelvin capillary con-
densation theory,

e and ionic group
membranes.

aggregation in polyelectrolyte

Several vapor sorption control methods have been used
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in various scientific fields: (i) in SANS by Hoinkis' and by
Hedden et al.> with pressure and flow rate control methods,
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FIG. 1. Schematic of in situ vapor sorption apparatus.

respectively, (ii) in x-ray reflection by Soles er al.® with both
flow and pressure control methods, (iii) in chemical-vapor
deposition area by Hersee and Ballingall4 and by Kondoh
and Ohta’ with simultaneous control of the pressure and flow
rate, (iv) in vapor sorption by Dhoot and Freeman® with flow
rate control, and (v) in humidity control with two pressure
controls.” Various humidity control methods have been re-
viewed in Ref. 8.

The overall schematics and individual components of the
apparatus are described in Sec. I and the principles of con-
trolling vapor pressure are described in Sec. III. The method
and capability for controlling relative humidity using the
present in sifu vapor sorption apparatus are described in de-
tail in Sec. IV. Finally, some preliminary experimental results
are presented in Sec. V to demonstrate the performance of
the apparatus.

Il. DESCRIPTION OF IN SITU VAPOR SORPTION
APPARATUS

The apparatus consists of four parts: vapor generator,
vapor delivery line, sample compartment, and control mod-
ule. An overall schematic is shown in Fig. 1. The vapor is
generated by flowing a dry carrier gas through two bubblers.
The carrier gas flow rate is controlled by the mass flow con-

trollers (MFC) located upstream of the bubblers. The dry gas
and vapor delivery lines are stainless steel of outer diameter
(0.d.)=1.6 mm [inner diameter (i.d.)=0.8 mm], and copper
of 0.d.=3.1 mm (i.d.= 1.6 mm), respectively. Copper is used
for better heat conduction and the larger diameter provides a
larger reservoir and less flow resistance. A 10 ml cylinder is
located downstream from the bubblers to facilitate mixing of
the two streams. The control system consists of two mass
flow controllers (MKS Model: 1479A) (NIST disclaimer),” a
control valve (MKS Model: 248), a capacitance manometer
(MKS: 121A), a Control Module (MKS: 146C), and a per-
sonal computer (PC). Metal seals were used for the MFC and
Kalrez perfluoroelastomers seals for the control valve to
avoid malfunctioning of the part due to swelling of the con-
ventional rubber O-rings by organic solvent vapor. This sys-
tem enables (i) mixing two vapors in a desired molar ratio by
controlling the carrier gas flow rate of each bubbler with
dedicated mass flow controllers; (ii) dilution of the saturated
vapor from one bubbler using a diluent dry gas; and (iii)
control of the vapor pressure in the sample compartment us-
ing the capacitance manometer and control valve. The fol-
lowing are detailed descriptions of each part of the in situ
vapor sorption apparatus.
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113904-3 In situ vapor sorption SANS apparatus

A. Bubbler

The bubbler (Aldrich in-line oil bubbler) is a glass con-
tainer that one partially fills with liquid to submerge a
sparger (i.e., porous cap) on the end of a gas inlet tube. The
sparger produces a stream of fine bubbles to more easily
saturate the carrier gas. The bubbler was modified to have
three tube arms made of Kovar alloy for carrier gas inlet,
saturated vapor outlet, and liquid loading. (Corrosion of Ko-
var alloy tested at various water temperatures was not ob-
served.) The bubbler temperature is controlled by immersion
in a recirculating bath. The working volume of the bubbler is
approximately 5 ml.

B. Vapor delivery lines

The two bubblers are located at some distance from the
sample compartment due to space limitations in the SANS
instrument and safety considerations. The copper tubing
(inner diameter= 1.6 mm) that delivers vapor to the sample
cell is wrapped with heating tape to prevent condensation in
the lines. Using a larger diameter tubing has the advantage of
minimizing the pressure drop (see the Appendix). However,
when an expensive deuterated solvent is used, increasing the
vapor delivery tubing diameter may become a disadvantage.
One end has a quick connect fitting to the control valve. All
vapor delivery lines, vapor delivery tube, volume ballast cyl-
inder, control valve, capacitance manometer, and sample cell
compartment as well as a vacuum line can be heated to dry
the system if necessary.

C. Control system

There are two main control methods: (1) vapor flow rate
control upstream of the sample cell, and (2) pressure control
in the sample cell. Both vapor flow and pressure are con-
trolled by the same control module. Mixing vapor for a de-
sired mole fraction is performed by controlling each carrier
gas flow rate through two mass flow controllers. Also, the
vapor pressure in the sample cell can be controlled by the
control valve using pressure feedback from the capacitance
manometer. The metering valve downstream of the sample
cell further modulates the pressure in the cell by controlling
gas flow to the vacuum pump.

D. Sample cell design

The sample cell is made from titanium (grade 2) to ac-
commodate samples up to 25.4 mm in diameter and variable
thickness between 1.0 and 5.0 mm. Titanium was chosen
because it has reasonably good corrosion resistance and does
not become activated by neutron capture. Samples are loaded
by removing one of the transparent (to both visible light and
neutrons) beam windows (thickness: 1.0 mm), made from
Supracil-grade silica or its equivalent. The cell is designed to
control the sample temperature over a range from 0 °C to
(150+0.5) °C by a combination of heating rope and recircu-
lating water bath. Also the cell is designed to withstand an
internal pressure up to 350 kPa and maintain a vacuum of
10~* kPa. The helium leak rate was measured with a mass
spectrometer to be 107 kPa cm?/s. When under vacuum the
entire system was found to loose vacuum at a rate of

Rev. Sci. Instrum. 76, 113904 (2005)

- T1'0]

ar--—11'0

——H
~40 10 ~05mm

(a) Front View Side View

(b) | ]

FIG. 2. (Color) Sample cell design: (a) two-hole setup and (b) color change
of humidity indicator paper with vapor wetting time.

0.13 Pa/h (1073 Torr/h), which may be due to a virtual leak
(i.e., a leak of air or vapor trapped in the screw threads of
sample retainer or fittings) rather than an external leak or the
sum of equivalent small leaks from all fittings. This leak
does not affect vapor pressure control below the saturated
vapor pressure as long as a leak rate is smaller than vapor
delivery rate into the cell because the pressure in the cell is
dynamically controlled. However, it does make it difficult to
measure a saturated vapor pressure. The cell window retainer
on the exit side has a conical taper to allow scattering up to
+25° to be unobstructed.

E. Vapor distribution in the sample cell

The distribution of vapor in the entire cell volume must
be homogeneous to wet the sample uniformly, and thereby
prevent any nonhomogeneous structure evolution. In order to
check the vapor distribution in the sample cell, pieces of blue
humidity indicator paper (cobalt chloride paper, 0.2 mm
thick) were attached on both sides of a piece filter paper
(total thickness around 0.6 mm) placed in the cell and wetted
using water vapor carried by nitrogen gas. Two different cell
designs were tested: one with holes at the bottom and top
(Fig. 2) and another using a spacer with six holes (Fig. 3). If
the vapor in the cell distributes evenly, the color of the hu-
midity indicator paper is expected to change uniformly from
blue to pink without any color gradient. The paper was
placed at a distance of 4 mm from the vapor inlet orifice in
order for the vapor to have a better chance to distribute uni-
formly in the space before touching the paper. As shown in
Fig. 2, the two-hole system shows two distinct colors until
50% relative humidity (RH), pink for the bottom and blue for
the top, indicating that the vapor wet the bottom part first,
while the entire paper showed a uniform pink color when the
saturation point was reached. This nonuniform distribution of
vapor was overcome by using the spacer (Fig. 3) with six
holes connected to a circular channel. (The bottom hole size
was around 0.3 mm in diameter while the rest were approxi-
mately 1.0 mm.) The cobalt chloride paper showed a uniform
color change with wetting time, demonstrating that uniform
distribution of the water vapor in the cell was achieved with
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FIG. 3. (Color) Sample cell design: (a) six-hole setup and (b) color change
of humidity indicator paper with vapor wetting time.

the special spacer. In the next section, operational principles
and background theory for controlling the vapor pressure are
discussed.

lll. PRINCIPLES OF OPERATIONS

The apparatus is operated with one of two modes: flow
rate control (open-loop operation) and pressure control
(pseudoclosed-loop operation). Flow rate control is used for
(i) mixing two vapors and (ii) diluting saturated vapor, while
pressure control is used to deliver vapor to the cell with a
target vapor pressure without a carrier gas. The principles of
these modes of operation are listed in Fig. 4 and described
below.

A. Delivery of saturated vapor with a single bubbler
and carrier gas

This mode is used when a sample is to be exposed to a
saturated vapor environment. Only one mass flow controller
and a carrier gas are used. A simplified schematic of this
operation is shown in Fig. 4(a). Carrier gas is delivered by a
MFC1 at a programmed flow rate, F . (in SCCM; standard
cm3/min), and flows into the bubbler, B1. This gas is satu-
rated with solvent vapor in the bubbler. The molar fraction
(df;v) of the saturated vapor in the gas mixture exiting the
bubbler is

Pl,v — Fl,l) (1)
Py Fi.+F,

*
¢1,v =

where PT’U is the saturated vapor pressure of the liquid at the

temperature of B1, and P 7 is the total pressure in the bub-

bler as measured by the pressure transducer at the bubbler."

(The subscripts, ¢, v, T, and superscript * stand for carrier

gas, vapor, total, and saturated vapor, respectively). The satu-

rated vapor flow rate in B1 is given by

* qu,vF 1,c

F,= (1—* (2)
—bi0)
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B. Delivery of mixed vapor with two bubblers and
carrier gas

One of the advantages of neutron scattering over other
radiation scattering methods is the ability to use contrast
matching to discriminate among different domains (or
phases) in a mixed domain system. In a neutron-scattering
experiment, contrast variation is obtained by simply expos-
ing the sample to mixtures of protonated and deuterated
forms of water or organic solvent. The in situ vapor sorption
apparatus can mix two gas streams to a desired ratio using
two bubblers, B1 and B2, and two MFCs, MFC1, and MFC2
as illustrated in Fig. 4(b).

1. Exact mass balance

Regardless of whether the saturated partial vapor pres-
sure is the same or different for the two fluids, the molar
fraction, ¢, of vapor 1 in the mixture can be expressed as

Ed

*
_ Fl,v _ Fl,T¢1,v
- - ]
Fir+For Fir+For

¢1,U (3)

where Fy 7=F +F T’U. The total flow rates from each bub-
bler are given by

F

1.c 2.c

Fir= > Far= R (4)
l_¢],y l_¢2,v

Thus, ¢, can be expressed in terms of the flow rates of the
carrier gas and the saturated molar fractions

_ R /0-4y)
FiJ(1=¢),)+F, /(1= ¢,,)

b1 (5)

2. Approximate mass balance

If both liquids have vapor pressures that are small com-
pared with the corresponding carrier gas partial pressure,
PT’U<P1,C and P;,U<P2,C, dff’v and qS;’v can be neglected at
each denominator of Eq. (5). Thus, Eq. (5) can be approxi-
mated as

¢1,U = : ¢l,v' (6)

This requires knowing only the two flow rates of the carrier
gas because d)iu is constant at a given temperature.

C. Relative vapor pressure control
1. Flow rate (open loop) control

Two MFCs allow one to control relative vapor pressure
in the sample cell by diluting the saturated vapor flowing out
from B1 with the diluent gas from the dry B2 as shown in
Fig. 4(c). When the saturated vapor from the bubble 1 is
mixed with a diluent gas (for example, dry N, gas), the di-
luted vapor mole fraction is given by

ES

diluted — ﬂ,y (7)
1v FT ’

where Fr=F 7+ F gijent-
Combining Eq. (7) with Egs. (2) and (4) gives
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FIG. 4. Summary of working equations for in situ vapor sorption apparatus.

diluted _ (ZST,UFLC/(] - ¢Tv)
Lv - * .
Fl,c/(l - d)l,v) + F giluent

In the instance when the vapor pressure is very small (i.e.,

¢T’U< 1), Eq. (8) simplifies to

.

diluted ~ d)i,vFl,C

1,v .
Fi o+ F giluent

(8)

)

The relative vapor pressure (RVP) is defined as

P g R,
P, &1 ,Prr Fie+Fiy+ Fogiwen Prr
(10)

and in the case where the vapor pressure is small (i.e., ¢T’U
< 1) and the pressure drop between the bubbler and the cell
is small (i.e., Pr=P;7) (see the Appendix), RVP can be
simplified to

Fi.

RVP = .
Fi o+ F> gilwent

(1)

If the vapor is water, the RVP can be expressed as RH,

Downloaded 09 Dec 2005 to 129.6.122.161. Redistribution subject to AIP license or copyright, see http://rsi.aip.org/rsi/copyright.jsp



113904-6 Kim, Glinka, and Carter
diluted
H,0
RH=RVP X 100 % = *2 X 100 % . (12)
H,0

Using the same assumptions as for Eq. (12), the RH can be
approximated as follows:

Flc
RH= — %100 %. (13)
Fl,c+ F2,diluent

2. Absolute pressure control

In this mode of operation, the RVP in the sample cell is
controlled by controlling the absolute pressure in the cell at a
fixed temperature with a vacuum pump, manometer, and pro-
grammable control valve."" This method involves controlling
the absolute pressure in the cell by actively controlling the
opening in the control valve at the upstream side, and by
manually adjusting the metering valve at the downstream
side of the sample cell. The sample cell and the vapor deliv-
ery tubing must be evacuated, and liquid in the bubbler must
be degassed before operating in this mode. Since this method
controls the absolute pressure P, (i.e., P.;) of pure vapor in
the cell, a desired RVP can be directly obtained from the
RVP definition without any assumptions,

Rvp= Lvf o Pear

vIT P cell,v

where P; and P:e"’v(T) are saturated pure vapor pressures, at
a given temperature, which can be obtained from the litera-
ture. RH in the sample cell is given by

; (14)
T

Peenn,o
RH= ———

celLH,O | 7

X 100 % . (15)

The saturated vapor pressure P:e“‘,_,zo(T) of water can be
obtained from the literature.'” The following is the result of
fitting the data over the range of —15 °C-150 °C:

Prain,o(°C) == 2.9902 X 10717 + 2.8571 X 10°°7°

+1.3731 X 107°T* +2.2334 X 107*7°
+1.0617 X 107272 +3.2786 X 107'T
+4.6004 (x*=2.4497), (16)

where 7 is in °C and P:ell,HZO(T) in mm Hg.

IV. RH CONTROL

The conventional way to control RH is to use a saturated
salt solution for a desired humidity range. Although this
method is accurate, changing saturated salt solutions to
change the RH may not be simple. Also, it takes a long time
to reach the saturated vapor pressure depending on the head-
space size. Also, if the salt solution is not handled with care,
it may contaminate the sample. Here, the RH in the sample
cell is controlled as discussed in Sec. III C (i) by adjusting
both the flow rate of the carrier gas for solvent reservoir, B1,
and that for the dry diluent gas, or (ii) by controlling the
absolute pressure in the cell at a given temperature. The per-
formance of the in situ vapor sorption apparatus for control-
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humidifying ~ dehumidifying
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FIG. 5. Stepwise RH (with 10% RH interval) increment (a) with simulta-
neous measurement of RH during humidifying (solid line) and dehumidify-
ing (dotted line) with the transducer (blue) and humidity sensors (pink) in
the cell at 20 °C and corresponding pressure (b) increment. [The humidity
sensor was calibrated with a saturated (or wet) salt solution. The RH (pink)
from the humidity sensor reading above 90% RH out of range before cali-
bration, which shows a constant value. Therefore the values above 90% RH
from the humidity sensor is not correct].

ling the RH was evaluated, focusing on accuracy, stability,
and response time. The results are discussed below.

A. Accuracy

The accuracy of pressure control was tested by making
stepwise pressure increments at 10 min intervals (Fig. 5),
which corresponded to around 10% changes in the RH. Only
near saturation, i.e., above 2 kPa (i.e., 15 mm Hg, and RH
~85% at 20 °C), does the pressure fluctuate before stabiliz-
ing. (This fluctuation can be reduced by increasing the
amount of saturated vapor in the vapor delivery line). Except
for this extreme condition, the accuracy depends only on the
accuracy of the pressure transducer, which is 0.5% of its
reading according to the manufacturer. The accuracy in-
cludes nonlinearity, hysteresis, and nonrepeatability.13

The reliability of the pressure control method was con-
firmed by comparing the relative humidity from the pressure
measurement with a secondary standard such as a calibrated
humidity sensor.'* For this comparison, pressure, relative hu-
midity, and temperature in the cell were measured simulta-
neously every 10 s. In order to minimize the error due to
small temperature fluctuations in the cell, the saturated vapor
pressures were calculated at each corresponding temperature
with Eq. (16) rather than using a mean temperature. The
humidity sensor shows hysteresis during the cycle. The dif-
ference between the two measurements of RH is about 5%
RH during humidifying, but is negligible on drying (Fig. 5).

Controlling humidity by this method requires opening
the metering valve to a predetermined position, depending on
the target vapor pressure, and then restricting the degree of
opening allowed for the control valve. These precautions are
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FIG. 6. Pressure jump to reach to the indicated target humidity starting from
P~0.0 Torr at 20 °C. The pressure is recorded in 10 s intervals (1.000 Torr
can be converted to 133.3 Pa).

necessary to avoid, particularly at high RH, large pressure
excursions caused by the relatively slow response of the con-
trol valve.

B. Response time and stability

The response time to reach 90% of a target RH was
measured starting from P=0.0 Pa (Fig. 6). In the RH range
of 0%-80%, the response time to reach the target pressure is
less than 1-2 min without any significant overshoot. To reach
a RH of 80%, there is a 5% overshoot, and it takes around 10
min for the pressure to stabilize. This overshoot can be mini-
mized by using a gradual pressure increase after reaching
90% of the target pressure. The current humidity control
method takes less than 1-2 min to reach 90% (190) of the
target RH regardless of target humidity. Minimizing the re-
sponse time is important to study the initial structure change
of the materials under a vapor environment as well as to
study diffusion kinetics.

C. Comparison of two methods

As described in the previous section, RH can also be
controlled by mixing a saturated vapor with a diluent gas
[Egs. (12) and (13)], and the response time and stability of
this method was also evaluated. As shown in Fig. 7, the flow
rate control method (FRCM) shows a long response time to
reach 20% RH, as much as r90=40 min with a total flow
rate=10.0 SCCM compared to 190~=40 s with the pressure
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FIG. 7. Comparison of pressure control method and flow rate control
method to reach 20% RH.

control method. Also, there is an approximately 2 min
induction time before the FRCM shows a sensor response.
The long response time in the flow mixing method can be
reduced with higher capacity MFCs. Both methods are
stable once the target relative humidity is reached, but there
is a difference of as much as 5% RH between the two meth-
ods. The flow rate mixing method shows slightly lower
RH (=1% RH) compared to pressure measurement as
shown in Fig. 7. This may be due to the humidity sensor
hysteresis or incomplete saturation of the carrier gas. The
flow rate mixing method sometimes showed an overshoot
and a long dehumidifying process. This is due to the water
vapor condensate accumulated in the vapor delivering tube
and volume ballast mixer when the saturated carrier gas was
used for a long time. When the line was used below saturated
condition, these problems were not observed. Unlike the
flow rate control method, pressure control is not affected by
condensation, because only a controlled amount of vapor is
allowed to flow into the cell. In fact, in pseudoclosed opera-
tion, the condensation in the tube helps to reach the target
humidity in the cell much faster than reported here. For ex-
ample, to reach RH>85% at 22 °C, it takes around 1.5 min
with heating the bubbler at 35 °C and the vapor delivering
tube at =27 °C. Both methods are compared in Table I.

D. Control of organic solvent vapor pressure

In addition to controlling water vapor, which has low
vapor pressure and strong hydrogen bonding, the in situ va-
por sorption apparatus can control an organic vapor with

TABLE I. Comparison of pressure control (PCM) and flow rate control method (FRCM).

PCM

FRCM*

Response time

Overshoot Due to valve response
Stability Stable over hours
Operation Complex

Process variable Absolute pressure

Uncertainty Temperature

Negligible (<1-2 min)

>30 min
Due to condensed vapor in tubing
Stable over hours
Simple
Flow rate of carrier gas
Temperature, liquid water level in bubbler

“Flow rate of 1.67 X 1077 m*/s (i.e., 10 SCCM).
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FIG. 8. (a) Pressure jump profile of deuterated n-hexane; (b) response time
to reach the indicated target pressure during sorption time of semicrystalline
linear PE.

weak van der Waals interaction and high vapor pressure. Fig-
ure 8 shows the response time to reach to various target
pressures of deuterated n-hexane. The response time to reach
a relative pressure (P/P°) of 95% from 0% is approximately
2 min [Fig. 8(b)], and reaching a lower target relative pres-
sure takes 1-2 min. Pressure fluctuation with time is negli-
gible (£0.05%). The results suggest that the apparatus can
control RH and RVP accurately within 1% error range.

E. Uncertainty of RH from both methods

Knowing the temperature inside the cell is important to
convert pressure to RH. Temperature uncertainty originated
from the use of multiple, physically separated heat sources
rather than temperature fluctuations. Currently, the tempera-
ture of the cell is measured on its outside surface. The dif-
ference between the inside and outside temperature at a
40.0 °C bath temperature is =1.0 °C, and the difference de-
pends on the temperature range and the surrounding tem-
perature. Also the pressure transducer temperature is con-
trolled by an independent heat source causing another
uncertainty. At room temperature, these temperature-related
uncertainties were negligible. But at temperatures other than

Rev. Sci. Instrum. 76, 113904 (2005)

— USAXS/SAXS
—+—SANS

- In-situ vapor
sorption SANS

—_
o
|

Normalized Intensity (a.u.)
o
[,
|

o
o
|

FIG. 9. Comparison of synchrotron USAXS/SAXS (solid line), SANS
(cross), and in situ vapor sorption SANS (circle) of melt-crystallized linear
polyethylene at 110 °C. In situ vapor sorption SANS was obtained with 5
min sorption and 1 min SANS run at 95% relative vapor pressure of
deuterated n-hexane at 21 °C. The intensity was matched in the peak
height and peak position. The SAXS peak was shifted to SANS peak by
~1.2%1072 A. (Solid line and cross for the dry and circle for the wet
polyethylene.)

room temperature, the uncertainty of the relative humidity
due to temperature differences must be considered.

V. RESULTS

The utility of the in situ vapor sorption apparatus de-
pends on the assumption that an appropriate vapor can selec-
tively penetrate into materials with different structural do-
mains. The sorbed vapor can change the contrast between
domains depending on the scattering length density of the
vapor and domains. We present preliminary SANS results
obtained using (i) the relative vapor pressure control method
and (ii) the vapor flow rate control method to demonstrate
the concept experimentally and to provide some ideas for
future experiments.

The application and performance of the in sifu vapor
sorption apparatus were tested with various materials with

2.0
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— ~6h
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—— dry (initial)

1 H ]
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FIG. 10. Structure evolution in ionic group of Nafion112 with H,O wetting
time with a flow rate control (5 SCCM).
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TABLE II. Pressure drops (AP) with various liquids and vapors, considering (i) the length and inner diameter
of the vapor delivery tube, and (ii) the elevation difference between the cell at the SANS beam and the bubblers

with a flow rate of 10 SCCM.

Flow rate (F)
Tube length (L)
Inner diameter (Di)

Elevation change (Ah)

Cross area (A)
Linear velocity (v)

Acceleration of gravity (g)

1.67 X107 m?/s
2.44 m
1.59X 1073 m
0.3l m
1.979 X 107 m?
0.084 m/s
9.807 m/s?

Inner surface roughness (neglected)

Liquid Density Newtonian viscosity Reynold number" Pressure drop
p(g/cm3) w(Pas) Re AP(Torr)
n-hexane 0.66 4.50E-04 195.7 23.6
Toluene 0.87 5.88E-04 196.6 30.9
Water 1.00 1.00E-03 133.7 42.0
Vapor/gas
Water vapor at 100 °C 5.90E-04 1.20E-05 6.6 0.25
Water vapor at 20 °C 1.73E-05 1.00E-05 0.2 0.20
Air at 20 °C 1.29E-03 1.80E-05 9.4 0.39
N, at 0 °C 1.25E-03 1.73E-05 9.6 0.37
“Re=pvD/ p.

different structures: (i) semicrystalline polyolefin to demon-
strate contrast enhancement due to preferred wetting of the
amorphous phase in a semicrystalline system15 with the ab-
solute pressure control, and (ii) a Nafion112 polyelectrolyte
membrane with the flow rate contol, focusing on the water
vapor control ability of the apparatus:

(1) The SANS results for a linear polyethylene (PE)
sample (thickness: 100 um=1 wm) crystallized iso-
thermally at 110 °C from the melt shows very weak
scattering despite the mass density difference between
the crystalline and amorphous regions, while small-
angle x-ray scattering (SAXS) shows a strong scatter-
ing peak as shown in Fig. 9. The null SANS scattering
of the semicrystalline PE is due to the similar scatter-
ing length density (SLD) between crystalline and
amorphous phases. A square of the neutron SLD dif-
ference (ASLD)3.,0, between the two phases is three
orders of magnitude smaller than the (ASLD)% ray fOT
x rays. When the sample was exposed to a contrast-
generating vapor (for example, deuterated hexane) us-
ing the in situ vapor sorption apparatus, the scattering
peak started to appear within a few minutes. Figure 9
shows an example (5 min sorption and 1 min SANS
run) of the SANS scattering profiles collected during
vapor (deuterated n-hexane) sorption at the relative
vapor pressure of 95% at 21 °C.'"® This demonstrates
that most of the vapor selectively wets the amorphous
phase. The quality of the SANS data is comparable to
that of synchrotron SAXS. For comparison, peak in-
tensities were matched in height and position. The
peak profiles are nearly identical, which demonstrates
that SANS can be used for studying the structure of

semicrystalline polymers without using deuterated
polymers.

(ii)  The apparatus has the capability of controlling water
vapor, which has hydrogen bonding and low vapor
pressure as well as mixing D,O/H,O vapor for con-
trast matching experiments. As-received Nafionl12
(extruded) was initially dried under vacuum at RT in
the vapor sorption cell and wet by H,O vapor (Fig.
10). The SANS intensity was collected in 60 s inter-
vals and shows a large intensity increase with sorption
time as well as a peak position shift from 0=0.21 to
0.165 A~! that corresponds to a D-spacing change
from 29.9 to 38.1 A. This average spacing between
ionic domains, as well as the sorption isotherm, diffu-
sion coefficient, and correlation between the structure
and vapor diffusion can be investigated with sorption
time. Quantitative results will be given elsewhere.

VI. DISCUSSION

The initial version of a multipurpose in situ vapor sorp-
tion apparatus has been built for SANS experiments. The
apparatus can effectively (i) control the vapor pressure or
relative humidity by controlling pressure or flow rate, (ii)
mix two H/D vapors continuously for contrast matching
SANS experiments, and (iii) allow for injection of a liquid to
the cell under vacuum. A target humidity (or vapor pressure)
can be reached in less than 1-2 min using the pressure con-
trol method. Preliminary experimental results show that the
apparatus is effective for studying the structure of semicrys-
talline polymers, and polyelectrolyte membranes. The appa-
ratus requires only a single sample for experiments on con-
trast variation and sorption/desorption kinetics.
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APPENDIX: PRESSURE DROP

When there is a pressure drop between the bubbler and
sample cell position, it is difficult to reach a saturated vapor
pressure. In the FRCM, the vapors flow from the bubblers to
the sample cell along with a long tube [L/D=3072 (o.d.
=326X102m, i.d.=1.6X102 m, length L=2.44 m tube
ignoring the valve joints], having an elevation change,
Ah(=hg—hgc), between the bubbler (hg) and sample cell
compartment (igc). The Reynold numbers of various vapors
that were calculated at a maximum flow rate of 1.67
X 1077 m3/s (10 SCCM) of the MFC are small (Re<<2100),
which implies the flow in the tube is laminar. A pressure drop
in the pipe with a laminar flow (i.e., Hagen-Poisseuille) can
be expressed]7
pv’L64
2D, Re T PEAN

1

AP =

=2

(or AP = o

L
2f + pgAh,f = 16/Re)

1

for Re < 2100, (A1)
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which is proportional to the mass density (p,kg/m?) of va-
por, a square of vapor linear velocity (v,m/s), L/D; ratio of
the tube, and elevation change Ah. The calculated pressure
drop, AP(=Pz—Pgc), between the bubbler and the sample
cell is summarized in Table II for the liquid and vapor/gas.
The pressure drop for the vapors is less than 67 Pa (0.5 Torr).
Although this small pressure drop does not affect the appa-
ratus performance in FRCM, it prohibits direct measurement
of saturated vapor pressure. The maximum target RVP (or
RH) is approximately 93%-95%.
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